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Pulmonary Function Report

Patient Information
Test date/time:

Weight at test: 
Height at test:

Sex:
Smoking history (pk-yrs):

Name: ID:

12/20/1960

Test K. Subject

M
75 in
210.32 lb

134732

Birthdate:
Ethnic group:

Age at test: 58
CN/A

Technician: Patrick MorganPhysician: Colin Chapman, M.D.

BMI at test: 26.4
Estimated Lung Age: N/A

Referring Physician:ICD-10:

1/10/2019 5:17:33 AM

(J45.30) Mild persistent asthma, uncomplicated

Spirometry

Result % PredZ-scoreLLNParameter Units

Pre-Bronchodilator
Result % PredZ-score

Post-Bronchodilator
% Chg

FEV1 decreased ≥10% of baseline
FEV1 decreased 5-9% of baseline

FEV1 is at baseline

Δ in FEV1 Percent Predicted

L 7.67 1382.624.27 7.69 2.63 138 0

L 5.13 1201.463.24 5.10 1.41 119 -1

% 67 87-1.4265 66 -1.56 86 -1

s 12.53 ---6.00 13.17 --- 5

Reference values: GLI 2017; Test Quality: Effort Met

Technologist Comments:

Test of notes

Interpretation:
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1/10/2019 Temp: 18ºC BTPS: 1.114PBar: 742mmHgCalibration Date: Calibration Data:ComPAS Version: v2018.1.0 (Build 0)



Test series date

FVC

Trend Results

%Prd FEV1 %Prd FEV1/FV
C

%Prd FEF25-75 %Prd PEFR %Prd FeNO Height Weigh
tL L/secL L/sec ppb in lbRatio% % %% %

1/8/2019 7.56 5.27136 123 3.23 9368 88 11.74 112 --- 75 210

12/19/2018 7.21 4.97129 116 3.09 8969 90 12.34 118 --- 75 210

11/16/2018 7.15 4.90128 115 2.99 8568 88 12.34 118 --- 75 210

10/16/2018 7.47 5.19134 121 3.18 9169 90 12.32 118 --- 75 210

10/15/2018 7.43 5.20133 121 3.32 9570 91 12.39 118 --- 75 210

10/12/2018 7.30 5.15131 120 3.43 9871 92 12.34 118 --- 75 210

10/6/2018 7.28 4.92130 115 2.91 8368 88 12.49 119 --- 75 210

10/5/2018 7.34 5.20132 121 3.54 10171 92 12.51 119 --- 75 210

10/2/2018 7.34 5.10132 119 3.08 8871 92 12.19 116 --- 75 210
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